can bo very easily obtained and arc much lens expensive than more sensitive instruments. They arc so nearly deud-bcat and free from the effects of vibration that the adjustment of tin* potentiometer for balance can bo easily and rapidly carried out with the necessary precision. Hence the use of such an instrument reduces the expense of the measurements without increasing the errors of observation beyond the specified limit.